[A device based on the use of single-crystal microcomputers for auricular diagnosis and therapy].
The paper treats of the problems related to the design of the apparatus and programmed means of a set up for auricular diagnosis and therapy based on the experimental and reported data the authors substantiate the selection of the modes of the set up running in the course of search for active acupuncture areas, their diagnosis and therapy, describe technical decisions aimed at the enhancement of the ergonometric and technical characteristics of the set up. Provide a block diagram of the set up and algorithm maintaining its work in different modes.